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A Novel Wide-Band Noise-Parameter Measurement
Method and Its Cryogenic Application
Robert Hu and Sander Weinreb, Life Fellow, IEEE
Abstract—The concept of using a long mismatched transmission
line to measure noise parameters has been known for some time.
However, it has been limited to narrow-bandwidth applications,
and a wide-band extension has never been reported. In order to
measure the cryogenic noise parameters of a wide-band low-noise
amplifier (LNA), a wide-band frequency-variation method is
proposed. In this method, the four noise parameters at each
frequency are derived numerically from a set of matched and
mismatched noise temperatures measured within a surrounding
frequency-sampling window. By scanning this frequency-sampling
window, noise parameters over a wide frequency range can be
obtained. Since this approach can be easily incorporated into
existing noise measurement systems, a tuner is not required, and
the technique can be applied to a cryogenic amplifier. This paper
details the theory, implementation, and verification of this new
method. The measured noise parameters of a cryogenic wide-band
LNA are presented.
Index Terms—Frequency-variation method, noise-parameter
measurement.
I. INTRODUCTION
THE cryogenic low-noise amplifier (LNA) is a criticalcomponent in sensitive receivers used in communica-
tions and radio astronomy. A particular case of interest is
for wide-band LNAs following superconducting millimeter
mixers without using a bandwidth-limiting isolator [1]–[3]. The
mixer’s output impedance is dependent upon local-oscillator
(LO) frequency and power, and the cryogenic noise parameters
of the following LNA must be known to optimize the receiver
noise. In this paper, a novel wide-band frequency-variation
method is proposed to facilitate this kind of measurement. It is
also found that this new method works equally well at room
temperature; therefore, it can be used as a substitute for the
more expensive and complicated tuner method [4].
In Section II, prior to the formal introduction of the numerical
wide-band frequency-variation method, the least squares fit and
analytical narrow-band frequency-variation method are first
discussed. As is commonly used in tuner-based noise-parameter
measurement systems, the method of least squares fit provides
the necessary mathematical foundation. By combining this
numerical approach with the narrow-band frequency-variation
concept, a wide-band frequency-variation method is proposed.
In Section III, a simulation is carried out to verify the newly
proposed method. The simulated results quantify the tradeoff
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between unwanted ripples and frequency smearing of the noise
parameters, as determined by the width and weighting of a fre-
quency window. Following an error analysis of the generator
impedance, a reactive circuit realizing the desired impedance
over a wide frequency range is described.
Section IV presents experimental verification of the
wide-band frequency-variation method. To demonstrate the
accuracy of this method, the noise parameters of a reciprocal
passive circuit are measured and compared with the values
determined by -parameter measurements. As a further
demonstration, the noise parameters of a room-temperature
LNA measured with both the wide-band frequency-variation
method and the conventional tuner method are compared.
The application of the wide-band frequency-variation method
in cryogenic noise-parameter measurement is illustrated in Sec-
tion V. It shows how this method can be incorporated into the
cryogenic noise measurement setups, which use the availability
of cryogenic terminations to increase the measurement accuracy
of sensitive LNAs. Finally, the measured noise parameters of a
cryogenic wide-band LNA are presented.
II. THEORY OF WIDE-BAND FREQUENCY-VARIATION METHOD
A. Least Squares Fit for Noise-Parameter Calculation
In the conventional tuner method, the least-squares fit can be
used to derive the noise parameters from a set of generator re-
flection coefficients and their corresponding noise temperatures.
The key point is the linearization of the noise temperature ex-
pression [5]. First, the noise temperature is expressed as a func-
tion of four noise parameters [6]
(1)
where is the generator reflection coefficient
and is 290 K. The four noise parameters and com-
plex are the minimum noise tempera-
ture, noise ratio, and optimum generator reflection coefficient,
respectively. Hence, not just , but too, will be invariant
under a reciprocal lossless transformation like the case of a loss-
less input transmission line or inductor. The relation between the
unitless and the more commonly used noise resistance is
with being the optimum generator
impedance.
The above expression can now be transformed into a linear
function of another four variables as follows:
(2)
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with
(3)
Or, inversely, by setting , we obtain
(4)
At each frequency, the generator reflection coefficients
and the corresponding noise temperatures
with can be arranged as
.
.
. .
.
.
.
.
.
.
.
.
.
.
.
(5)
or
(6)
By applying the least squares fit, we obtain
(7)
To have a convergent solution, certain loci should be
avoided [7]. One is a circle on the Smith chart where all the
will be the same; therefore, the second column of is
a multiple of its first column. The other is a straight line on
the Smith chart where the constant will force the third and
fourth columns of to differ only by a constant factor of
.
B. Analytical Narrow-Band Frequency-Variation Method
The idea of a narrow-band frequency-variation method
is similar to that of a standing wave. By inserting a cable
between the mismatched noise source and LNA, the periodic
results in a noise-temperature curve like a standing wave on
the frequency axis. Assumed to be frequency independent, the
four noise parameters can then be derived from the matched
and mismatched noise temperatures [8], [9]. Intuitively, for a
periodic , the corresponding mismatched noise temperature
curve can be characterized by three variables, i.e., magnitude,
phase, and average value. These three values, together with
the matched noise temperature, constitute the four constraints
necessary for solving the four unknowns (Fig. 1).
Fig. 1. Narrow-band frequency-variation method. (a) If the noise parameters
of the LNA under test are all constant, then one matched and one mismatched
noise temperatures can render the four noise parameters analytically. (b) If the
mismatched generator impedance is 10 
 and the LNA has T = 12 K,
N = 0:015, and Z = (80   j20) 
, then x = 29:6 K, y = 12:4 K,
and z = 13:4 K. These x; y; z; and w, which is the frequency corresponds to
the minimum mismatched noise temperature, can be used to calculate the four
noise parameters.
Mathematically, the noise temperature can be expressed as
(8)
If this is periodic and comes from a lossless
input cable with length , we can write
(9)
where is the speed of light in the cable, and is as defined
above. can now be simplified as
matched K
mismatched K (10)
Since the four unknowns and can be directly
inferred from the noise-temperature curves, noise parameters
and can be determined as follows:
K (11)
Evidently, the mismatched measurement alone cannot render
the four noise parameters. This is true even if the input cable
in the mismatched measurement has characteristic impedance
other than 50 , as by setting to be the system’s
characteristic impedance.
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Fig. 2. Wide-band frequency-variation method. The noise parameters at each
frequency are calculated from the measured noise temperatures and reflection
coefficients inside the frequency-sampling window. By moving this window
along the frequency axis, the global noise parameters can be obtained. Here,
S (=  ) is the mismatched generator reflection coefficient at the ith frequency
point.
C. Numerical Wide-Band Frequency-Variation Method
The idea of a narrow-band frequency-variation method has
been partially implemented in the tuner method [10], where
a long transmission line between the tuner and LNA under
test results in a rapid change of within a small frequency
interval. By assuming constant noise parameters in this interval,
the adjacent noise-temperature information can reduce the
number of tuner arrangements at each frequency and speed
up the measurement procedure. As the resulting global noise
parameters are now computed numerically in this mixed
approach, one may wonder whether the frequency-variation
method can be extended from narrow- to wide-band, analytical
to numerical, and without the tuner.
With one matched and one mismatched measurement, a
numerical wide-band frequency-variation method is proposed.
If or, more specifically, its phase , changes rapidly com-
pared to the noise parameters of the LNA under test, the four
noise parameters can be treated as locally constant within a fre-
quency-sampling window that contains lots of frequency points.
Applying the least-squares fit, the four unknowns can then be
solved at the center frequency. By moving the frequency-sam-
pling window point by point on the frequency axis and repeating
the computation, the global noise parameters can be obtained
(Fig. 2).
First, the relation between the generator reflection coeffi-
cients and noise temperatures needs to be arranged as
.
.
.
.
.
.
.
.
.
.
.
.
.
.
.
(12)
where for is the noise temperature corresponding
to the mismatched generator impedance , and
is the matched noise temperature. When the matched re-
flection coefficient is not a perfect zero, as in reality, the last row
of the above matrix can then be easily modified. If
all the matched noise temperatures within the frequency-sam-
pling window are used in the computation to enhance the ac-
curacy, the size of the matrix becomes . The in-
termediate matrix that requires the inverse operation, namely
, now has a dimension of , rather than
.
One way to reduce the size of the matrix and, therefore,
the computation time, is to subtract at each frequency point the
match from the mismatched one, i.e.,
(13)
and
.
.
.
(14)
where is a function of the matched and mismatched
generator reflection coefficients. Therefore,
(15)
Once and are known, the remaining can be easily cal-
culated from the matched .
III. WIDE-BAND FREQUENCY-VARIATION IMPLEMENTATION
A. Preliminary Simulation
In the simulation (Fig. 3), the LNA under test has the fol-
lowing noise parameters:
K
(16)
where is the frequency in gigahertz, and is the
optimum generator impedance. The 50- lossless air-dielec-
tric cable between the 10- noise source and LNA
has length cm. The rectangular frequency-sampling
window is chosen to be 2 GHz, which corresponds to a com-
plete phase shift for . With a 0.1-GHz frequency step,
there are points within this window. The simu-
lated results of the wide-band frequency-variation method show
a global agreement with their theoretical counterparts. If the
mismatched generator impedance in the simulation is changed
from 10 to 20 , similar simulated results can be obtained. If
changed to 40 , the computation goes divergent.
Thus far, both matched and mismatched noise measurements
are needed to avoid the degeneracy of the matrix .
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Fig. 3. Noise-parameter simulation using the wide-band frequency-variation method. Graphs (a)–(d) correspond to the minimum noise temperature, noise ratio,
and the real and imaginary parts of the optimum generator impedance. In each graph, the dashed curve is the theoretical noise parameter of the LNA. The solid
curve is the simulated result. The ripples on the solid curve are due to the rectangular frequency-sampling window used in the simulation, and can be removed by
using a triangular frequency-sampling window.
An alternative to this two-step approach is to cascade two dif-
ferent cables, such as a 50- cable followed by a 10- cable of
the same length; therefore, only one noise temperature measure-
ment is required. While it is difficult to prove mathematically,
computer simulation does generate nondivergent solutions. The
drawback of this one-step approach, apparently, is the lack of
the matched noise temperature information.
B. Algorithm Optimization
In the above simulation, the resulting noise-parameter curves
are all embedded with ripples, which depend on the cable length
and are worth further exploration. For simplicity, the magnitude
of the generator reflection coefficient is assumed to
be constant, and the phase is , where is the speed
of light in the cable and is the cable length. By defining as
, the difference between the mismatched and matched
noise temperatures at each frequency point is
(17)
with
(18)
If all the frequency points within the frequency-sampling
window, which is chosen as a rectangle with base width ,
are equally weighted, the use of least squares fit in the densely
sampled case have solutions as follows:
(19)
In terms of integration instead of summation, we obtain
(20)
where is convolution. Applying the Fourier transformation,
while omitting the lengthy intermediate steps, the resulting
spectral (Fourier) domain counterparts, as , are
(21)
A similar expression for also exists. In the spectral domain, it
is obvious that can be treated as a filter
with nulls at to remove the unwanted harmonics.
The ripples on the resulting noise parameters are simply the
residual of those harmonics.
A better choice reducing the ripples is the use of
filter, i.e., a triangular frequency-sampling window
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Fig. 4. Generator impedance (Z ) optimization for the wide-band frequency-variation method. Graphs (a)–(d) correspond to the resulting uncertainties of the
minimum noise temperature, noise ratio, and magnitude and phase of the optimum reflection coefficient. In each graph, when the value of the mismatched Z
changes from 5 to 45 
, as on the X-axis, a 5% T uncertainty will have varying impact on the resulting noise parameter, indicated as percentage uncertainty on
the Y -axis. In the simulation, the base of the triangular frequency-sampling window is 2 GHz, with a frequency step of 0.1 (circle curve) or 0.01 GHz (asterisk
curve). The air cable ( = 1) between the noise source and LNA has length L = 15 cm, which corresponds to a complete 2 phase change for   in 1 GHz.
The LNA in the simulation has T = 10 K, N = 0:01, and Z = 20 
.
with base width equal to . With negligible harmonics
present, the above expression can be revised as
(22)
Since the errors are now from the nonunity main lobe of
, it is not difficult to find the corresponding per-
centage errors in the derived noise parameters. Assume that it
takes 10 GHz for a complete circle, i.e., phase change,
on the Smith chart, and 1 GHz for the , the percentage
errors of the resulting noise parameters will be in the range of
, i.e., 5%. It will be 1% if the variation
of is 20 times slower than that of .
C. Choice of Generator Impedance
The choice of itself has been extensively studied in ap-
plications using a tuner method [11]–[13]. With a crossed
configuration, it is shown that a larger can have more accu-
rate noise parameters if the uncertainty dominates; while a
is preferred if the uncertainty comes from the mea-
sured . One may then ask which uncertainty prevails in the
tunerless wide-band frequency-variation method.
One of the origins of uncertainties is the output power
uncertainty of the noise source. Ambient temperature fluctua-
tion is another factor, which affects not only the noise source,
but also the noise contribution from the intermediate circuit be-
tween the noise source and device-under-test. The uncer-
tainty can be attributed to the measurement error of the network
analyzer, which may be due to the quality of the calibration kits
or the network analyzer itself, and can be overcome to a large
extent. The repeatability issue that is often associated with the
worn mechanical tuners is no longer a problem here since there
are no moving parts used to generate different points in this
wide-band frequency-variation method. Therefore, only un-
certainty has to be considered in the error analysis, and a highly
mismatched generator impedance is preferred (Fig. 4).
In the simulation, the resulting noise-parameter uncertain-
ties are smaller than those assigned on the noise temperature,
which is because the final results at each frequency point are de-
rived from many surrounding points within the frequency-sam-
pling window, i.e., an averaging effect. Increasing the number
of points within the frequency-sampling window can certainly
reduce the resulting noise-parameter uncertainties, but with a di-
minishing marginal improvement. This averaging effect is one
advantage of the wide-band frequency-variation method (over
the tuner method) since it can be easily obtained.
Other considerations should also be taken into account when
deciding the value of . The first is whether the mismatched
noise-temperature swing can be handled by the finite dynamic
range of the noise measurement system. The other is whether
a large will cause system instability, especially when mea-
suring a transistor where the resulting output reflection coeffi-
cient of the transistor can be much larger than one. How to im-
plement this large is another challenge. Empirically,
is feasible.
D. Mismatched Circuit Implementation
Since the output impedance of the commercial noise source
is close to 50 , an external mismatched circuit needs to be used
for impedance transformation. The simplest way of making a
mismatched circuit over a wide bandwidth is to use a resistor
in series with the noise source. The drawback, however, is the
degradation of the available noise power level. The larger the
used, the smaller the equivalent excess noise ratio (ENR)
will be. At 290-K ambient temperature, the noise source’s
switch-off noise temperature is , while its switch-on
noise temperature is . Now with
a reciprocal passive two-port circuit connected to this
noise source, the resulting and at the output of this
two-port circuit can be derived from the conservation of noise
power
(23)
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Fig. 5. Wide-band reactive mismatched circuit. (a) Since the quarter-wave
transformer circuit is narrow-band, it needs to combine with serious capacitors
and shunt stubs, as inductors, to render a wide-band mismatched reflection
coefficient (  ). The meander line is included for a frequency-variation
purpose. (b) S-parameters of the mismatched circuit. Originally, S is
designed as the   for the wide-band noise-parameter measurement. However,
the loss of the Duroid substrate and the imperfect connection between the
connector and meander line causes this S to be less useful. Instead, Port 2 is
connected with a low-loss coaxial cable to generate the intended   from S .
where is the matched noise temperature of the passive
two-port circuit
(24)
Since equals to , the modified ENR at the output of the
two-port circuit is
(25)
A 200- series resistor, with and ,
has a matched noise temperature . Now con-
necting this resistor to the output of a noise source with
dB, we have K and dB. On the other
hand, a lossless (reactive) circuit connected to the noise source
can have , as by defini-
tion. Now the question is whether a reactive mismatched circuit
is allowed to have a broad bandwidth.
Since a lossless mismatched circuit can be treated as an
impedance transformer, which changes the noise source’s
Fig. 6. Noise temperature deembedding. The measured noise temperature at
the output reference plan of the noise source (NS) needs to be transformed to
the input of LNA, i.e., T ! T . To properly account for the noise
from the post amplifier, there is T ! T . Noise temperature of the LNA
is, therefore, T   T .
Fig. 7. Passive circuit used for the verification of wide-band
frequency-variation method. (a) Photograph. (b) Schematic. The physical
dimension of the T-junction causes both the S- and noise parameters to
be frequency-dependent.
Fig. 8. Tuner method setup for noise-parameter measurement. The manual
tuner MAURY 8045D uses two micrometers to change its output reflection
coefficient, and one sliding bridge to provide a wide range of phase shift.
The mechanical switches are NARDA 020-B234-A1B-4C0, which allow the
alternative measurement of S-parameters and noise temperature. The noise
source is Agilent N4000A with 6-dB ENR. The noise-figure analyzer (NFA) is
Agilent N8975A. VNA is the Agilent vector network analyzer.
50- output impedance to the intended generator impedance,
its bandwidth, as bounded by the Bode–Fano criteria [14],
should be infinite. Conceptually, this can be understood by
imagining a very long lossless tapered line that transforms a
50- impedance to some other real impedance over a very
large bandwidth.
A compact wide-band reactive mismatched circuit is,
therefore, proposed (Fig. 5). Starting with a quarter-wave trans-
former, which is inherently narrow-band, series capacitors can
then be added to boost the low-frequency reflection coefficient,
and shunt stubs are included to generate the high-frequency
mismatch. A long bond-wire connecting to a 50- resistor, and
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Fig. 9. Theoretical and measured noise parameters of the passive circuit. Graphs (a)–(d) correspond to the minimum noise temperature, noise ratio, and magnitude
and phase of the optimum reflection coefficient. In each graph, the dashed curve is the theoretical noise parameter calculated from the S-parameters of the passive
circuit. The solid curve is the noise parameter measured using the wide-band frequency-variation method.
then a capacitor, can again pull down the at the very low
end of the frequency range to avoid potential oscillations when
measuring a single transistor. DC bias/sense is also provided.
An intrinsic meander line is further included to generate the
frequency variation where the 400- m line separation is wide
enough to avoid signal coupling, as predicted from full-wave
simulation. The whole circuit is fabricated on a soft 10-mil
Duroid substrate. A thin silver sheet is heated to bond this
substrate to a bronze chassis. A microwave absorber on the
top plate is used to suppress the cavity modes. One concern
with this mismatched circuit is the signal loss in the meander
line; it means only a moderate value of can be obtained.
The alternative is to use an external low-loss coaxial cable for
frequency variation when a large is desired; the internal
microstrip line in such a case is a thru line.
IV. VERIFICATION OF FREQUENCY-VARIATION METHOD
A. Noise-Temperature Deembedding
In the mismatched noise-temperature measurement, the di-
rectly measured noise temperature refers to the output
reference plane of the noise source (Fig. 6). A deembedding pro-
cedure is then needed to shift the reference plane through the
mismatched circuit . To better account for the nonzero
of the noise source, the noise temperature of the mis-
matched circuit itself needs to be revised as follows:
(26)
where is the output reflection coefficient of the mismatched
circuit with the noise source in front of it as follows:
(27)
of the LNA can now be calculated from the measured
overall as follows:
(28)
i.e.,
(29)
The other deembedding procedure concerns the second-stage
(post-amplifier) noise contribution, which is negligible if the
device-under-test is a high-gain LNA, but needs to be taken into
account in the case of a passive circuit or a single transistor. With
the noise parameters of the second-stage circuit known first, its
noise temperature can be calculated from the designated
generator reflection coefficient , which is a function of the
preceding and as follows:
(30)
where will be replaced by an unitary matrix in the
matched noise-temperature case. The transformed noise contri-
bution at the input of the LNA will be
(31)
Once the matched and mismatched noise temperatures are avail-
able, the noise parameters can be derived using the wide-band
frequency-variation method.
B. Verification Using Passive Circuit and Conventional Tuner
Method
Since the noise parameters of a reciprocal passive cir-
cuit under thermal equilibrium can be calculated from its
-parameters [15], a reciprocal passive circuit can be used
to check the validity of the wide-band frequency-variation
method. After testing the 3- and 6-dB attenuators, which have
frequency-independent -parameters and noise parameters, a
frequency-dependent passive circuit is then tried [see Fig. 7(a)
and (b)].
On the other hand, since the tuner method is widely used in
measuring room-temperature noise parameters, a comparison of
the measured results using tuner and wide-band frequency-vari-
ation methods is worthwhile (Fig. 8). As the automatic (pro-
grammable) tuner was not available at the time of the mea-
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Fig. 10. Noise-parameter verification using tuner method. Graphs (a)–(d) correspond to the minimum noise temperature, noise ratio, and magnitude and phase
of the optimum reflection coefficient. In each graph, the dashed curve is the noise parameter of a wide-band LNA measured using a tuner method with a 0.4-GHz
frequency step. The solid curve is the noise parameter measured using the wide-band frequency-variation method with a 0.05-GHz frequency step.
Fig. 11. Cryogenic noise-temperature measurement setups. (a) Variable-
temperature-load method. The cryogenic noise temperature of the LNA under
test is obtained by changing the physical temperature of a 50-
 resistive load
(a coaxial termination), known as the variable-temperature load (VTL). The
other branch, without the LNA, is used to measure the noise temperature
of the post-amplifier for the calibration purpose. To reduce the temperature
fluctuation, the heater and temperature sensor are both attached to the copper
block in which the 50-
 resistive load is clamped. (b) Cold-attenuator method.
The noise from a room-temperature commercial noise source is fed through the
coaxial cable and the cold 20-dB attenuator to the LNA. This 20-dB attenuator
can reduce the power level of the incoming T and T to be comparable
to that of the LNA. No attenuator is used on the calibration branch because of
the much higher noise temperature of the room-temperature post-amplifier.
surement, a manual tuner setup is employed. In order to have
a precise -parameter measurement for each tuner setting, a
pair of switches are used. Therefore, -parameter measurement
and noise-temperature measurement can be carried out alterna-
tively. The signal-path difference in each switch was measured
and taken into account in the noise-parameter calculation. The
switch’s phase repeatability has also been verified.
Fig. 12. Wide-band LNA used for noise-parameter measurement at different
ambient temperatures. (a) Wide-band LNA. (b) MMIC chip inside. This MMIC
has dimensions of 2000 750 75 m and is a three-stage circuit with signal
input on the left.
The measured results of both the frequency-dependent
passive circuit [see Fig. 9(a)–(d)] and the wide-band LNA [see
Fig. 10(a)–(d)] illustrate that the wide-band frequency-variation
method works well as room temperature, and as compared with
the tuner method, the wide-band frequency-variation method
takes much less time since its underlying principle is data
sharing between adjacent frequency points. For measuring the
noise parameters of a single transistor, an advanced automatic
tuner setup with an adaptive algorithm for picking the desig-
nated reflection coefficients is probably the most desired [16],
[17]. In the less stringent case, such as the wide-band LNA, the
simple wide-band frequency-variation method works well.
V. CRYOGENIC WIDE-BAND NOISE MEASUREMENTS
A. Review of Noise-Temperature Measurement Systems
There are two commonly used methods for measuring the
noise temperature of a cryogenic microwave LNA. One is the
so-called variable-temperature-load method, which can provide
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Fig. 13. Noise parameters of the wide-band LNA measured at different ambient temperatures. Graphs (a)–(d) correspond to the minimum noise temperature,
noise ratio, and magnitude and phase of the optimum reflection coefficient. In each graph, the dotted curve is the noise parameter measured at room temperature,
the dashed curve is at 77 K, and the solid curve is at 4 K.
a correct reading of the measurement, but is time consuming.
The other is the cold-attenuator method, which is fast, but less
accurate.
In the variable-temperature-load method [see Fig. 11(a)], the
heater and temperature sensor are used to change and mon-
itor the temperature of a 50- termination, and a coaxial cable
is added in front of the LNA as a thermal buffer. Since this
50- resistor is clamped inside a copper block, the combined
thermal constant is large enough to reduce the measured tem-
perature fluctuations. After the post-amplifier, the noise power
can be measured directly by a wide-band noise-figure analyzer,
or down-converted using a wide-band mixer and then measured
by a noise-figure meter. While the underlying physics of this
method is straightforward, repeating the measurement is very
time consuming because of the heating/cooling phases.
The other approach is the cold-attenuator method [see
Fig. 11(b)], where the incoming noise power is generated by
a commercial noise source. Since the noise source can be
switched on and off rapidly, repeating the noise measurement
will take much less time. When the noise source is turned
off, its output noise temperature will be close to room
temperature. When it is on, the corresponding output noise
temperature can be calculated from the designated ENR
value. For example, a noise source with 15-dB ENR has 9640-K
output noise temperature. Since both and from the
noise source are much larger than the noise temperature of the
cryogenic LNA under test, a direct measurement tends to be
erroneous. One way of overcoming this is to insert a cold 20-dB
attenuator right in front of the LNA. This attenuator reduces
the power level by a factor of 100 so the incoming noise power
will be comparable to that of the LNA. Moreover, this cold
20-dB attenuator provides a matched generator impedance to
the LNA, and can also eliminate potential standing waves on
the input cable.
However, the cold-attenuator method tends to be inaccurate
because of the input cable and cold attenuator. As the input
cable runs from room temperature to the cold plate, with pos-
sible heat sinks in between, it is difficult to precisely know this
cable’s noise contribution. The attenuator also runs the risk of
being heated up. In contrast, there is no such problem in the
variable-temperature-load method. A practical approach is to
use the cold-attenuator method to find the optimum bias point
for the LNA first, and then apply the variable-temperature-load
method at known bias points to obtain the final results.
B. Cryogenic Wide-Band Noise-Parameter Measurement
The main obstacle in measuring the cryogenic wide-band
noise parameters is that the room-temperature tuner is not
compatible, at least conceptually, with the mentioned cryogenic
noise measurement systems. In the variable-temperature-load
method, the tuner needs to be located, apparently, inside the
cryostat. In the cold-attenuator method, a room-temperature
tuner connected to the noise source can generate a desired
reflection coefficient, which, unfortunately, will become null
after passing through the cold 20-dB attenuator. If this cold
20-dB attenuator is removed to allow a nonzero reflection
coefficient presented to the cryogenic LNA, the measured
results will be highly susceptible because the incoming noise
temperatures and are now much larger then the
noise temperature of the LNA. Therefore, in order to measure
the cryogenic noise parameters, a complicated cryogenic tuner
needs to be developed [18]–[20]. To circumvent the tuner idea,
the proposed wide-band frequency-variation method is adopted
here since it can be easily incorporated into the cryogenic noise
measurement setups.
As in the room-temperature case, the cryogenic -parame-
ters of the mismatched circuit need to be measured first, which
requires a prior two-port calibration inside the cryostat. This
is done by putting each of the calibration standards into the
cryostat in four consecutive thermal cycles, and measuring the
corresponding -parameters using a network analyzer, which
is calibrated each time outside the cryostat. After applying the
deembedding routine to shift the two-port reference planes into
the cryostat, a cold 3-dB attenuator is measured to confirm the
calibration accuracy.
The amplifier under test is a wide-band LNA (Fig. 12), which
has 25-dB gain and 100-K matched noise temperature at room
temperature. Its cryogenic matched noise temperature is directly
measured using the variable-temperature-load method. Its cryo-
genic mismatched noise temperature is obtained by inserting
the wide-band mismatched circuit between the input cable and
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LNA. The four noise parameters of this LNA at different tem-
peratures can then be derived using the wide-band frequency-
variation method (Fig. 13).
VI. CONCLUSION
In this paper, a novel wide-band frequency-variation method
for measuring noise parameters has been proposed. The under-
lying physics of this method is the use of matched and mis-
matched noise temperatures to provide the four measured values
with which to solve for the four unknown noise parameters.
Since noise parameters, in general, are functions of frequency,
a numerical algorithm is adopted in this wide-band frequency-
variation method. The validity of this new method is confirmed
by theoretical analyses and numerical simulations. As for the
implementation, a mismatched module is designed to transform
the 50- output impedance of the commercial noise source into
that desired. Since this mismatched module can be easily incor-
porated into existing cryogenic noise-temperature measurement
setups, cryogenic noise parameters are readily measured. As an
example, the noise parameters of a wide-band LNA are mea-
sured at room temperature and 77 and 4 K. This is the first time
the global noise performance of a cryogenic wide-band LNA
has been characterized.
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